
All Equipment

0-1 MICROMETER MICROMETER Accepted Y 0 4/30/19 4/30/20 Manufacturing NC Lathe Department

16882 SURFACE PLATE Accepted YS 2 9/24/18 9/24/20 Laser Building 10R

1696 B&S MICRO-HITE 0-20" Accepted Y 0 10/24/18 10/24/19 Production - NC Mills NC Milling Department

1968M96G10 FINAL 
PINS

Cal Before Next Use NU 0 11/16/16 Quality Assurance CALIBRATION CLOSET

1968M96G10 OP 15 
PINS

Cal Before Next Use NU 0 11/16/16 Quality Assurance CALIBRATION CLOSET

1A21 NO GO 10-32-3A NO GO RING Accepted Y 0 11/30/18 11/30/19 Quality Assurance Quality Area (Inspection Cabinets)

1A21A GO 10-32-3A GO RING Accepted Y 0 11/30/18 11/30/19 Quality Assurance Quality Area (Inspection Cabinets)

1A21B GO 10-32-3A GO RING Accepted Y 0 11/30/18 11/30/19 Quality Assurance Quality Area (Inspection Cabinets)

24361 SURFACE PLATE 24x36" Accepted YS 2 10/25/17 10/25/19 Production - NC Mills NC Milling Department

2D0047-12 B&S MICRO-HITE 36" Accepted Y 0 10/24/18 10/24/19 Quality Assurance Quality Area (Inspection Cabinets)

4-U 4-5" BLADE MICS Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

5049T13 INSP 
FIXTURE

Cal Before Next Use NU 0 6/9/07 Quality Assurance Quality Area (Inspection Cabinets)

6005T90G02 OP 30 
PINS

Cal Before Next Use NU 0 10/31/16 Quality Assurance CALIBRATION CLOSET

6026T02  CHECK 
FIXTURE

Cal Before Next Use NU 0 8/10/05 Quality Assurance Quality Area (Inspection Cabinets)

6026T02 ASSY FIXT Cal Before Next Use NU 0 8/10/06 Quality Assurance Final Inspection Area

6026T02 CHECK 
FIXTURE

Cal Before Next Use NU 0 8/10/05 Quality Assurance Final Inspection Area

7204 30" OPTICAL COMPARATOR Accepted YS 2 4/12/18 4/30/20 Quality Assurance INSPECTION AREA

7740 B&S MICRO-HITE 32" Accepted Y 0 9/24/18 9/24/19 Quality Assurance Building 10

826185864 B&S MICRO-HITE 32" Accepted Y 0 9/24/18 9/24/19 Quality Assurance Building 10R

8B0115303 B&S MICRO-HITE Accepted Y 0 10/4/18 10/4/19 Quality Assurance INSPECTION AREA

9527M70P03 FINAL 
PINS

Cal Before Next Use NU 0 6/6/17 Quality Assurance CALIBRATION CLOSET

9527M70P03 OP 
70/80 PINS

Cal Before Next Use NU 0 6/6/17 Quality Assurance CALIBRATION CLOSET

9992M65 ENVELOPE CONTOUR GAGE Accepted Y 0 9/30/18 9/30/19 Quality Assurance Final Inspection Area

AF1000I Air Flow 
Nozzle #1

AIR FLOW SYSTEM NOZZLE Accepted YS 5 3/31/16 3/31/21 Laser Laser Area

AF1000I Air Flow 
Nozzle #2

AIR FLOW SYSTEM NOZZLE Accepted YS 5 4/1/16 4/1/21 Laser Laser Area
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AF1000I Air Flow 
Nozzle #3

AIR FLOW SYSTEM NOZZLE Accepted YS 5 7/14/16 7/14/21 Laser Laser Area

AF1000I Air Flow 
Nozzle #4

AIR FLOW SYSTEM NOZZLE Accepted YS 5 7/14/16 7/14/21 Laser Laser Area

AF1000I Air Flow 
Nozzle #5

AIR FLOW SYSTEM NOZZLE Accepted YS 5 7/14/16 7/14/21 Laser Laser Area

AF1000I Air Flow 
Nozzle #6

AIR FLOW SYSTEM NOZZLE Accepted YS 5 7/14/16 7/14/21 Laser Laser Area

AF1000I Air FLow 
Nozzle #7

AIR FLOW SYSTEM NOZZLE Accepted YS 5 7/14/16 7/14/21 Laser Laser Area

AF1000I Air Flow 
Test Stand

AIR FLOW TEST STAND Accepted Y 0 5/18/18 5/18/19 Laser Laser Area

B-7 3.5999 RING GAGE Accepted Y 0 10/31/18 10/31/19 Quality Assurance Quality Area (Inspection Cabinets)

BEND & INSP 
FIXTURE (P/N 
1663M94)

Cal Before Next Use NU 0 1/22/07 Quality Assurance Quality Area (Inspection Cabinets)

BEND/INSP FIXTURE 
(PN 1663M70)

Cal Before Next Use NU 0 1/15/05 Quality Assurance Quality Area (Inspection Cabinets)

BM5173 CENTER INDICATING TOOL Accepted Y 0 11/28/18 11/28/19 Production - NC Lathes PERSONAL TOOL BOX

BP-1 0-6" DIGITAL CALIPERS For Reference Only NC 0 1/31/16 Production - NC Mills PERSONAL TOOL BOX

BP-10 0-6" DIGITAL CALIPERS Accepted Y 0 1/31/19 1/31/20 Production - NC Mills PERSONAL TOOL BOX

BP-114 .093-1"  "V" MIC Accepted Y 0 1/31/19 1/31/20 Production - NC Mills PERSONAL TOOL BOX

BP-1377 0-1" MICS Accepted Y 0 1/31/19 1/31/20 Production - NC Mills PERSONAL TOOL BOX

BP-2 .001-1.0" DROP INDICATOR Accepted Y 0 1/31/19 1/31/20 Production - NC Mills PERSONAL TOOL BOX

BP-220 0-1 MULTI MIC'S Accepted Y 0 1/31/19 1/31/20 Production - NC Mills PERSONAL TOOL BOX

BP-293 0-1" DIGITAL MIC'S Accepted Y 0 1/31/19 1/31/20 Production - NC Mills PERSONAL TOOL BOX

BP-312 .001 INDICATOR Accepted Y 0 1/31/19 1/31/20 Production - NC Mills PERSONAL TOOL BOX

BP-449 0-1" DEPTH MIC Accepted Y 0 1/31/19 1/31/20 Production - NC Mills PERSONAL TOOL BOX

BP-505 0-12" DIAL CALIPERS Accepted Y 0 1/31/19 1/31/20 Production - NC Mills PERSONAL TOOL BOX

BP-543 DIGITAL DROP INDICATOR Accepted Y 0 1/31/19 1/31/20 Production - NC Mills PERSONAL TOOL BOX

Cal 3374 0-1000 Watt Calorimeter Accepted Y 0 1/31/19 1/31/20 Laser Laser Area

Cal 3375 0-1000 Watt Calorimeter Accepted Y 0 1/31/19 1/31/20 Laser Laser Area

Cal 3423 0-1000 Watt Calorimeter Accepted Y 0 1/31/19 1/31/20 Laser Building 10R

Cal 3452 0-1000 Watt Calorimeter Accepted MS 5 2/28/19 7/28/19 Laser CMM Room

CB-1 0-12" Vernier Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes PERSONAL TOOL BOX

CB-10 .001 DIAL DROP INDICATOR Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes NC Lathe Department

CB-11 ..001 DIAL INDICATOR Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes PERSONAL TOOL BOX
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CB-2 0-6" Depth Mics Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes PERSONAL TOOL BOX

CB-3 . 0-8" Vernier Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes PERSONAL TOOL BOX

CB-4 DIAL INDICATOR Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes PERSONAL TOOL BOX

CB-5. 0-1" Drop Indicator Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes PERSONAL TOOL BOX

CB-6 . 0-6" Dial Caliper Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes PERSONAL TOOL BOX

CB-7 0-1" Mic Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes PERSONAL TOOL BOX

CB-8 1-2" Mic Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes PERSONAL TOOL BOX

CB-9 2-3" MICS Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes PERSONAL TOOL BOX

CMM B&S GLOBAL Global CMM Accepted Y 0 6/28/18 6/28/19 Quality Assurance CMM Room

CMM B&S ONE FLOOR CMM Accepted Y 0 6/28/18 6/28/19 Quality Assurance INSPECTION AREA

CN-1 0-1"  MULTI- Mic Accepted Y 0 12/31/18 12/31/19 Production - NC Lathes PERSONAL TOOL BOX

CN-2 0-1" Mics Accepted Y 0 12/31/18 12/31/19 Production - NC Lathes PERSONAL TOOL BOX

CN-3 0-6"  Vernier Accepted Y 0 12/31/18 12/31/19 Production - NC Lathes PERSONAL TOOL BOX

CN-4 12" DIGITAL CALIPERS Accepted Y 0 12/31/18 12/31/19 Production - NC Lathes PERSONAL TOOL BOX

CN-5 0-1" DIGITAL MIC Accepted Y 0 12/31/18 12/31/19 Production - NC Lathes PERSONAL TOOL BOX

CN-6 .0005 DIAL INDICATOR Accepted Y 0 12/31/18 12/31/19 Production - NC Lathes PERSONAL TOOL BOX

D-01A 1/4-28 UNJF-3A GO RING SIZER Accepted YS 2 9/27/17 9/27/19 Quality Assurance Quality Area (Inspection Cabinets)

D-07 .500-20 UNJF-3A GO RING SIZER Accepted YS 2 9/26/17 9/26/19 Quality Assurance Quality Area (Inspection Cabinets)

D-07A .500-20 UNJF-3A GO RING SIZER Accepted YS 2 9/26/17 9/26/19 Quality Assurance Quality Area (Inspection Cabinets)

D-07B .500-20 UNJF-3A NOGO RING SIZER Accepted YS 2 9/26/17 9/26/19 Quality Assurance Quality Area (Inspection Cabinets)

D-1 1/4-28 UNJF-3A GO RING SIZER Accepted YS 2 9/27/17 9/27/19 Quality Assurance Quality Area (Inspection Cabinets)

D11A .750-16 UNJF-3A GO RING Accepted Y 0 10/30/18 10/30/19 Quality Assurance Quality Area (Inspection Cabinets)

D11B .750-16 UNJF-3A NOGO RIN Accepted Y 0 10/30/18 10/30/19 Quality Assurance Quality Area (Inspection Cabinets)

D-12 3/4-16 UNF-2A NO-GO RING SIZER Accepted YS 2 9/27/17 9/27/19 Quality Assurance Quality Area (Inspection Cabinets)

D-13 3/4-16 UNF-2A GO RING Out for Calibration Y 0 2/28/19 3/20/20 Quality Assurance Quality Area (Inspection Cabinets)

D-14 GO 1 1/16-12 UNJF-3A GO RING Accepted YS 2 5/4/19 5/4/21 Quality Assurance Quality Area (Inspection Cabinets)

D-14 NO GO 1 1/16-12 UNJF-3A NOGO RING Accepted YS 2 5/9/19 5/9/21 Quality Assurance Quality Area (Inspection Cabinets)

D-23 .4375-20 UNF-3A  NOGO RING SIZER Accepted YS 2 9/27/17 9/27/19 Quality Assurance Quality Area (Inspection Cabinets)

D-25 3/4-16 UNF-2A NO-GO RING Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

D-31A .500-20 UNFJ-3A PRE=PLATE GO RING Accepted YS 2 2/2/18 2/2/20 Quality Assurance Gerry's Office

D-6 .375-24 UNJF-3A GO RING Accepted Y 0 7/6/18 7/6/19 Quality Assurance Quality Area (Inspection Cabinets)

D-62 .4375-20 UNF-3A GO RING SIZER Accepted YS 2 10/18/17 10/18/19 Quality Assurance Quality Area (Inspection Cabinets)
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D-6A .375-24 UNJF-3A NOGO RING Accepted Y 0 7/6/18 7/6/19 Quality Assurance Quality Area (Inspection Cabinets)

DAF-1 0-1" DIGITAL MICS Accepted Y 0 6/30/18 6/30/19 Production - NC Lathes PERSONAL TOOL BOX

DAF-10 .0005'' test indicator Accepted Y 0 6/30/18 6/30/19 Production - NC Lathes PERSONAL TOOL BOX

DAF-2 0-6" DIGITAL CALIPERS Accepted Y 0 6/30/18 6/30/19 Production - NC Lathes PERSONAL TOOL BOX

DAF-3 0-6" CALIPERS Accepted Y 0 6/30/18 6/30/19 Production - NC Lathes PERSONAL TOOL BOX

DAF-4 0-8" DIGITAL CALIPERS Accepted Y 0 6/30/18 6/30/19 Production - NC Lathes PERSONAL TOOL BOX

DAF-5 .0005 DIAL INDICATOR Accepted Y 0 6/30/18 6/30/19 Production - NC Lathes PERSONAL TOOL BOX

DAF-6 0-6" DIGITAL DEPTH MICS Accepted Y 0 6/30/18 6/30/19 Production - NC Lathes PERSONAL TOOL BOX

DAF-7 0-6" DIGITAL DEPTH MICS Accepted Y 0 6/30/18 6/30/19 Production - NC Lathes PERSONAL TOOL BOX

DAF-8 .0005 CO-AX INDICATOR Accepted Y 0 6/30/18 6/30/19 Production - NC Lathes PERSONAL TOOL BOX

DAF-9 .0005 DIAL INDICATOR Accepted Y 0 6/30/18 6/30/19 Production - NC Lathes PERSONAL TOOL BOX

DCH-1 4" DIGITAL CALIPER Accepted Y 0 12/31/18 12/31/19 Quality Assurance PERSONAL TOOL BOX

DCH-10 .0001 - 0-1" MICS Accepted Y 0 12/31/18 12/31/19 Quality Assurance PERSONAL TOOL BOX

DCH-11 0-1" BLADE MICS Accepted Y 0 12/31/18 12/31/19 Quality Assurance PERSONAL TOOL BOX

DCH-12 0-3" Depth Mics Accepted Y 0 12/31/18 12/31/19 Quality Assurance PERSONAL TOOL BOX

DCH-13 0-1" POINT MICS Accepted Y 0 12/31/18 12/31/19 Quality Assurance PERSONAL TOOL BOX

DCH-2 0-6"  CALIPER Accepted Y 0 12/31/18 12/31/19 Quality Assurance PERSONAL TOOL BOX

DCH-3 2-3" MICS Accepted Y 0 12/31/18 12/31/19 Quality Assurance PERSONAL TOOL BOX

DCH-4 1-2" MICS Accepted Y 0 12/31/18 12/31/19 Quality Assurance PERSONAL TOOL BOX

DCH-5 0-1" Disc Mic Accepted Y 0 12/31/18 12/31/19 Quality Assurance PERSONAL TOOL BOX

DCH-7 0-1" MULTI-MICS Accepted Y 0 12/31/18 12/31/19 Quality Assurance PERSONAL TOOL BOX

DCH-8 Groove Mic  682 Accepted Y 0 12/31/18 12/31/19 Quality Assurance PERSONAL TOOL BOX

DCH-9 .0001 INDICATOR Accepted Y 0 12/31/18 12/31/19 Quality Assurance PERSONAL TOOL BOX

Dew Point Sensor Dew Point Sensor Accepted Y 0 9/26/18 9/26/19 Laser Laser Area

DJ001 DIAL INDICATOR Accepted Y 0 11/28/18 11/28/19 Production - NC Lathes PERSONAL TOOL BOX

DJ01MIC 0-1 DIGITAL MIC Accepted Y 0 11/28/18 11/28/19 Production - NC Lathes PERSONAL TOOL BOX

DJ8304 0-6 DIGITAL CALIPERS Accepted Y 0 11/28/18 11/28/19 Production - NC Lathes PERSONAL TOOL BOX

DJ9886 0-8 DIGITAL CALIPERS Accepted Y 0 11/28/18 11/28/19 Production - NC Lathes PERSONAL TOOL BOX

DO-10 .001 DROP INDICATOR Accepted Y 0 4/30/19 4/30/20 Production - NC Mills PERSONAL TOOL BOX

DO-11 .0005 INDICATOR - JEWELED Accepted Y 0 4/30/19 4/30/20 Production - NC Mills PERSONAL TOOL BOX

DO-12 .0005'' test indicator Accepted Y 0 4/30/19 4/30/20 Production - NC Mills PERSONAL TOOL BOX

DO-13 0-3'' Depth Mic Accepted Y 0 4/30/19 4/30/20 Production - NC Mills PERSONAL TOOL BOX
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DO-14 0-4" DIGITAL CALIPERS For Reference Only NC 0 4/30/19 Production - NC Mills PERSONAL TOOL BOX

DO-2 0-6" DIGITAL CALIPERS Accepted Y 0 4/29/19 4/29/20 Production - NC Mills PERSONAL TOOL BOX

DO-3 0-1" MULTI-ANVIL MICS Accepted Y 0 4/30/19 4/30/20 Production - NC Mills PERSONAL TOOL BOX

DO-4 0-1" POINT MICS Accepted Y 0 4/30/19 4/30/20 Production - NC Mills PERSONAL TOOL BOX

DO-5 0-1" MICS Accepted Y 0 4/30/19 4/30/20 Production - NC Mills PERSONAL TOOL BOX

DO-6 1-2" MICS Accepted Y 0 4/30/19 4/30/20 Production - NC Mills PERSONAL TOOL BOX

DO-7 2-3" MICS Accepted Y 0 4/29/19 4/29/20 Production - NC Mills PERSONAL TOOL BOX

DO-8 12" DIAL CALIPERS Accepted Y 0 4/30/19 4/30/20 Production - NC Mills PERSONAL TOOL BOX

DO-9 0-6" Dial Caliper Accepted Y 0 4/30/19 4/30/20 Production - NC Mills PERSONAL TOOL BOX

DS-1 .0001 INDICATOR Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-10 .300-1.300" Central Mic Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-11 2-3" MIC Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-12 0-6"  Vernier Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-15 0-1" DIGITAL MICS Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-16 1-2" Digital Mic Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-17 0-3" DEPTH MIC Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-18 .010-.500 RADIUS GAGE SET Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-19 0-1" POINT MICS Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-2 .001" Dial Indicator Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-4 0-1" Tesa Mic Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-5 1-2" Mics Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-6 0-1" Mic Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-7 1-2" Chaun Mic Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-8 2-3" MICS Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

DS-9 0-6"  Vernier Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

ENVELOPE GAGE 
(MAX)

Cal Before Next Use NU 0 8/10/05 Quality Assurance Final Inspection Area

ENVELOPE GAGE 
(MIN)

Cal Before Next Use NU 0 8/10/05 Quality Assurance Final Inspection Area

FLATNESS FIXTURE Cal Before Next Use NU 0 8/3/04 Quality Assurance Final Inspection Area

FM-1 0-1" MICS Accepted Y 0 2/28/19 2/28/20 Laser PERSONAL TOOL BOX

FM-2 0-6" DIGITAL CALIPERS Accepted Y 0 2/28/19 2/28/20 Laser PERSONAL TOOL BOX

G-164 GO 7/8-14-UNF-3A GO RING Accepted YS 2 5/9/19 5/9/21 Quality Assurance Quality Area (Inspection Cabinets)
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G-164 NO GO 7/8-14-UNF-3A NOGO RING Accepted YS 2 5/9/19 5/9/21 Quality Assurance Quality Area (Inspection Cabinets)

G-165 10-32-UNF-2B GO NO-GO SIZER Accepted YS 2 9/27/17 9/27/19 Quality Assurance Quality Area (Inspection Cabinets)

G-167 .375-24-3B GO NO-GO SIZER Accepted Y 0 3/20/19 3/20/20 Quality Assurance Quality Area (Inspection Cabinets)

Gauss #1 GAUSS METER Accepted YS 2 12/31/17 12/31/19 Quality Assurance Quality Area (Inspection Cabinets)

H-1 0-12" HeIght Gage Accepted Y 0 2/28/19 2/28/20 Laser Laser Area

H-51 1/4-20-NC-2B PLUG GAGE Out for Calibration NC 0 4/10/18 Quality Assurance Quality Area (Inspection Cabinets)

HOLDING FIXTURE 
FOR 9502M23P01 OP 
20

Cal Before Next Use NU 0 11/3/06 Manufacturing NC Milling Department

INSP FIXTURE Cal Before Next Use NU 0 1/22/07 Quality Assurance Quality Area (Inspection Cabinets)

INSP PINS .011 - .060 
MINUS SET

INSP PIN SETS Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

INSP PINS .011 - .060 
PLUS SET

INSPECTION PIN SET Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

INSP PINS .061-.500 
MINUS SET

INSPECTION PIN SET Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

INSP PINS .501 - .625 
PLUS SET

INSPECTION PIN SET .501-.625 Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

Inspection fixture Cal Before Next Use NU 0 8/18/09 Quality Assurance Final Inspection Area

INSPECTION FIXTURE 
(6026T39G04)

Cal Before Next Use NU 0 12/6/07 Quality Assurance CMM Room

INSPECTION FIXTURE 
4059T39

Cal Before Next Use NU 0 6/30/08 Quality Assurance CMM Room

INSPECTION FIXTURE 
4061748

Cal Before Next Use NU 0 9/25/08 Quality Assurance CMM Room

JAR-1 0-1" DIGITAL MICS Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX

JAR-10 .001 - 1" DIAL INDICATOR Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX

JAR-11 .0001 DIAL INDICATOR Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX

JAR-12 .001 DIAL INDICATOR Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX

JAR-13 0-6" DIGITAL DEPTH MICS Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX

JAR-14 .0001 +/- .004 DIAL INDICATOR Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes PERSONAL TOOL BOX

JAR-16 .0005 DIAL INDICATOR Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX

JAR-3 O-1" MICS Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX

JAR-4 1-2" MICROMETERS Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX

JAR-5 0-6" DIGITAL CALIPERS Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX

JAR-6 0-6" DIAL CALIPERS Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX

JAR-7 .2-1.2" GROOVE MICS Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX
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JAR-8 .0005 DIAL INDICATOR Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX

JAR-9 .0005 DIAL INDICATOR Accepted Y 0 9/30/18 9/30/19 Production - NC Lathes PERSONAL TOOL BOX

JCM-1 0-6" DIGITAL CALIPERS Accepted Y 0 12/31/18 12/31/19 Production - NC Mills NC Milling Department

JCM-2 .0005 INDICATOR Accepted Y 0 12/31/18 12/31/19 Production - NC Lathes PERSONAL TOOL BOX

JCM-3 0-1" MICS Accepted Y 0 12/31/18 12/31/19 Production - NC Lathes PERSONAL TOOL BOX

JCM-4 0-8" DIAL CALIPERS Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

KR-1 TRUE POWER CALIPER Accepted Y 0 4/30/19 4/30/20 Manufacturing NC Milling Department

KR-2 MICROMETER Accepted Y 0 4/30/19 4/30/20 Manufacturing NC Milling Department

KT-1 .001 DIAL DROP INDICATOR Accepted Y 0 4/30/19 4/30/20 Production - NC Lathes Building 10

KT-2 .0005 DIAL INDICATOR Accepted Y 0 4/30/19 4/30/20 Production - NC Lathes Building 10

KTR-1 0-6" DIGITAL CALIPERS Accepted Y 0 5/31/19 5/31/20 Production - NC Mills PERSONAL TOOL BOX

L-3 .0005 DIAL INDICATOR Accepted Y 0 10/31/18 10/31/19 Laser Laser Area

LAB TEST LASER #1 - 
5107T60G12

Cal Before Next Use NU 0 4/30/18 Laser Laser Area

LAB TEST LASER #2 - 
5107T60G12

Cal Before Next Use NU 0 4/30/18 Laser Laser Area

LAB TEST LASER #2 - 
6026T39G04

Cal Before Next Use NU 0 4/25/18 Laser Laser Area

LAB TEST LASER #2 - 
6026T39G05

Cal Before Next Use NU 0 5/9/18 Laser Laser Area

LAB TEST LASER #3 - 
5107T60G12/G14

Accepted Y 0 9/25/18 9/25/19 Laser Building 10R

LAB TEST LASER #3 - 
5113T57G02/G03

Cal Before Next Use NU 0 12/9/17 Laser Building 10R

LAB TEST LASER #3 - 
6056T68G11

Accepted Y 0 11/5/18 11/5/19 Laser Building 10R

LAB TEST LASER #3 - 
6061T72G01/G02

Cal Before Next Use NU 0 11/2/15 Laser Building 10R

LAB TEST LASER #4 - 
17A148-815

Accepted Y 0 11/8/18 11/8/19 Laser Building 10R

LAB TEST LASER #4 - 
2257M16P02

Cal Before Next Use NU 0 12/31/14 Laser Building 10R

LAB TEST LASER #4 - 
5107T60G12/G14

Accepted Y 0 6/18/18 6/18/19 Laser Building 10R

LAB TEST LASER #4 - 
5113T57G02/G03

Accepted Y 0 11/6/18 11/6/19 Laser Building 10R

LAB TEST LASER #4 - 
6056T68G11

Accepted Y 0 11/30/18 11/30/19 Laser Building 10R

LAB TEST LASER #4 - Cal Before Next Use NU 0 12/22/17 Laser Building 10R

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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6061T72G01/G02
LAB TEST LASER #4 - 
9977013-361

Out for Calibration NC 0 10/6/17 Laser Building 10R

LAB TEST LASER #5 - 
17A137-921P01

Accepted Y 0 11/30/18 11/30/19 Laser Building 10R

LAB TEST LASER #5 - 
17A166-807G01

Accepted Y 0 11/7/18 11/7/19 Laser Building 10R

LAB TEST LASER #5 - 
5099T31G01

Accepted Y 0 12/13/18 12/13/19 Laser Building 10R

LAB TEST LASER #5 - 
5107T60G12/G14

Accepted Y 0 12/6/18 12/6/19 Laser Building 10R

LAB TEST LASER #5 - 
5113T57G02/G03

Accepted Y 0 11/8/18 11/8/19 Laser Building 10R

LAB TEST LASER #5 - 
6061T16G02/G03

Accepted Y 0 12/13/18 12/13/19 Laser Building 10R

Laser 1 Ignitor Cap Cal Before Next Use NU 0 12/4/18 Laser Laser Area

Laser 1 SN 4447237 YAG LASER Accepted Y 0 2/28/19 2/28/20 Laser Laser Area

Laser 2 Ignitor Cap Cal Before Next Use NU 0 12/4/18 Laser Laser Area

Laser 2 SN 4447238 YAG LASER Accepted Y 0 2/28/19 2/28/20 Laser Laser Area

Laser 3 PL1213199 FIBER LASER Accepted Y 0 2/28/19 2/28/20 Laser Building 10R

Laser 4 PL1212206 FIBER LASER Accepted Y 0 2/28/19 2/28/20 Laser Building 10R

Laser 4447236 Rejected NC 0 11/16/12 Laser Laser Area

Laser 5 PL1830720 FIBER LASER Accepted Y 0 2/28/19 2/28/20 Laser Building 10R

LS-001 12" MASTER BAR Accepted Y 0 4/30/19 4/30/20 Quality Assurance CMM Room

LS-002 18" MASTER BAR Accepted Y 0 4/30/19 4/30/20 Quality Assurance CMM Room

LS-003 24" MASTER BAR Accepted YS 2 4/30/19 4/30/21 Quality Assurance CMM Room

LS-004 28" MASTER BAR Accepted Y 0 4/30/19 4/30/20 Quality Assurance CMM Room

MARIO MICROMETER Accepted Y 0 4/30/19 4/30/20 Manufacturing NC Lathe Department

MARIO-1 DIGITAL CALIPERS Accepted Y 0 4/30/19 4/30/20 Manufacturing Manual Mills

MARIO-2 Accepted Y 0 4/30/19 4/30/20 Manufacturing Manual Mills

MARIO-3 Accepted Y 0 4/30/19 4/30/20 Manufacturing Manual Mills

MONARCH 
TACHOMETER

LASER TACHOMETER Accepted Y 0 5/29/18 5/29/19 Quality Assurance CALIBRATION CLOSET

MSP-215 0-1" DIGITAL MIC Accepted Y 0 6/30/18 6/30/19 Quality Assurance Final Inspection Area

MT-23 TMAC 
CONTROL

Cal Before Next Use NU 0 6/9/11 Production - NC Mills NC Milling Department

MT-32 MORI SEIKI Cal Before Next Use NU 0 11/6/12 Production - NC Mills Building 10

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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MW-1 0-8" DIAL CALIPERS Accepted Y 0 2/28/19 2/28/20 Production - NC Lathes PERSONAL TOOL BOX

MW-2 0-1" MICROMETER Accepted Y 0 2/28/19 2/28/20 Production - NC Lathes PERSONAL TOOL BOX

PG-400 SUNNEN SETTING GAGE PG-400 Accepted YS 3 8/31/16 8/31/19 Manufacturing Sunnen Hone

PG-800 SUNNEN GAGE Accepted YS 3 8/31/16 8/31/19 Manufacturing Sunnen Hone

PR-2 1.750 DIA RING GAGE Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

PR-26 RING GAGE 4.9998 DIA Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

PR-3 RING GAGE 1.000 Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

PR-5 RING GAGE .7500 Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

PR-6 RING GAGE .5002 Accepted Y 0 10/31/18 10/31/19 Quality Assurance Quality Area (Inspection Cabinets)

PROFILOMETER Cal Before Next Use NU 0 11/10/10 Quality Assurance Final Inspection Area

QC INSP FIXTURE 
9502M29

Cal Before Next Use NU 0 10/23/08 Quality Assurance Quality Area (Inspection Cabinets)

RA -1 0-1" MICS Accepted Y 0 8/31/18 8/31/19 Manufacturing PERSONAL TOOL BOX

RA-2 0-6" DIGITAL VERNIER Accepted Y 0 8/31/18 8/31/19 Manufacturing PERSONAL TOOL BOX

Radius Gage Set 
186-906

For Reference Only NC 0 1/20/10 Quality Assurance Dave Harper

RESTRAINING 
FIXTURE

Cal Before Next Use NU 0 12/8/06 Quality Assurance Quality Area (Inspection Cabinets)

RESTRAINING 
FIXTURE 5031T03

Cal Before Next Use NU 0 12/8/06 Quality Assurance Quality Area (Inspection Cabinets)

RM-1 .0001" Indicator Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

RM-11 2-3" Mic Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

RM-12 3-4" Mic Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

RM-13 4-5" Mic Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

RM-14 5-6" Mic Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

RM-15 4" DIGITAL VERNIERS Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

RM-16 0-24" DIAL VERNIERS Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

RM-17 DIAL INDICATOR Accepted Y 0 12/31/18 12/31/19 Production - NC Mills NC Milling Department

RM-18 0-1"x.001 DIAL INDICATOR Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

RM-2 .001" Drop Ind Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

RM-3 INDICATOR Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

RM-4 12" Vernier Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

RM-7 0-9" Depth Mic Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

RM-8 0-1" Mic Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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RM-9 1-2" Mic Accepted Y 0 12/31/18 12/31/19 Production - NC Mills PERSONAL TOOL BOX

S-352 5" SINE PLATE Accepted YS 2 9/30/17 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

SAH-1 0-12" DIAL CALIPERS Accepted Y 0 10/31/18 10/31/19 Laser PERSONAL TOOL BOX

SAH-2 0-1" MIC Accepted Y 0 10/31/18 10/31/19 Laser PERSONAL TOOL BOX

SAH-3 1-2" MICS Accepted Y 0 10/31/18 10/31/19 Laser PERSONAL TOOL BOX

SAH-4 2-3" MICS Accepted Y 0 10/31/18 10/31/19 Laser PERSONAL TOOL BOX

SAH-5 .0005 DIAL INDICATOR Accepted Y 0 10/31/18 10/31/19 Laser PERSONAL TOOL BOX

SAV-1 .0005 +/- .015 DIAL INDICATOR Accepted Y 0 7/31/18 7/31/19 Production - NC Mills NC Milling Department

SAV-10 0-1" DEPTH MICS Accepted Y 0 7/31/18 7/31/19 Production - NC Lathes PERSONAL TOOL BOX

SAV-11 .0001 DIAL INDICATOR Accepted Y 0 7/31/18 7/31/19 Production - NC Lathes PERSONAL TOOL BOX

SAV-2 0-12" CALIPERS Accepted Y 0 7/31/18 7/31/19 Production - NC Mills NC Milling Department

SAV-3 0-1" MICROMETER Accepted Y 0 7/31/18 7/31/19 Production - NC Lathes PERSONAL TOOL BOX

SAV-4 0-1" DIGITAL MICS Accepted Y 0 7/31/18 7/31/19 Production - NC Lathes PERSONAL TOOL BOX

SAV-5 0-8" DIGITAL CALIPERS Accepted Y 0 7/31/18 7/31/19 Production - NC Lathes PERSONAL TOOL BOX

SAV-6 1-2" DIGITAL MICROMETER Accepted Y 0 7/31/18 7/31/19 Production - NC Lathes PERSONAL TOOL BOX

SAV-7 .0005 +/- .015 DIAL INDICATOR Accepted Y 0 7/31/18 7/31/19 Production - NC Lathes PERSONAL TOOL BOX

SAV-8 .001 DIAL INDICATOR Accepted Y 0 7/31/18 7/31/19 Production - NC Lathes PERSONAL TOOL BOX

SAV-9 .001 DROP INDICATOR Accepted Y 0 7/31/18 7/31/19 Production - NC Lathes PERSONAL TOOL BOX

SB-1 1-2" Micrometer Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SB-10 0-4" Depth Mics Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SB-11 0-1"x .00005 DIGITAL MICS Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SB-12 0-8" Vernier Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SB-13 .0005 BestTest Indicator Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SB-14 0-6" Dial Vernier Accepted YS 1 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SB-15 0-12" DIGITAL CALIPERS Accepted Y 0 11/30/18 11/30/19 Production Manual Mills

SB-2 2-3" Micrometer Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SB-3 . 3-4" Micrometer Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SB-4 4-5" Micrometer Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SB-5 .0005 X TEST INDICATOR Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SB-6 0-1" MULTI-ANVIL MICS Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SB-7 BestTest  .0005" Indicator Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SB-8 Last Word Indicator Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

Equip ID Description Status Freq Units Last Cal Next Cal Department Location

5/9/2019 12:35 PM Page 10 of 21



SB-9 Last Word Indicator Accepted Y 0 11/30/18 11/30/19 Manufacturing PERSONAL TOOL BOX

SD167G Radius Gage Set Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

SLOTTING FIXTURE 
(P/N 
6025T87G04-110)

Cal Before Next Use NU 0 1/11/97 Manufacturing GAGE AREA/MACH SHOP

T-1 .250-20 UNC-3B GO NO-GO SIZER Out for Calibration NC 0 4/13/18 Quality Assurance Quality Area (Inspection Cabinets)

T-101 1/4-28 UNJF-2B GO NO-GO SIZER Accepted Y 0 5/14/18 5/14/19 Quality Assurance Quality Area (Inspection Cabinets)

T-102 .4375-14 UNJC-3B GO NO-GO SIZER Out for Calibration NC 0 4/12/18 Quality Assurance Quality Area (Inspection Cabinets)

T-108 6-32 UNC-2B GO - NOGO SIZER Out for Calibration NC 0 4/13/18 Quality Assurance Quality Area (Inspection Cabinets)

T-109 .4375-24 UNJS-3B GO NO-GO SIZER Accepted YS 2 10/31/17 10/31/19 Quality Assurance Quality Area (Inspection Cabinets)

T-110 .4375-20 UNJF-3B-LH GO NO-GO SIZER Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

T-111 6-32 UNC-3B GO NO-GO SIZER Out for Calibration NC 0 4/13/18 Quality Assurance Quality Area (Inspection Cabinets)

T-113 8-32 UNJC GO NO-GO SIZER Accepted Y 0 3/20/19 3/20/20 Quality Assurance Quality Area (Inspection Cabinets)

T-118 6-32 UNC 3B GO NO-GO SIZER Accepted Y 0 3/20/19 3/20/20 Quality Assurance Quality Area (Inspection Cabinets)

T-119 8-36 UNF 3B GO NO-GO SIZER Lost NC 0 4/10/18 Quality Assurance Quality Area (Inspection Cabinets)

T-168 8-32 UNC-3B GO NO-GO SIZER Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

T-2 GO 10-32 UNF-2A GO RING Accepted Y 0 11/28/18 11/28/19 Quality Assurance Quality Area (Inspection Cabinets)

T-2 NO GO 10-32 UNF-2A NO GO RING Accepted Y 0 11/30/18 11/30/19 Quality Assurance Quality Area (Inspection Cabinets)

T-24 10-32-2B GO NO-GO SIZER Accepted YS 2 10/31/17 10/31/19 Quality Assurance Quality Area (Inspection Cabinets)

T-29 10-24-UNC-3B GO NO-GO SIZER Out for Calibration NC 0 4/13/18 Quality Assurance Quality Area (Inspection Cabinets)

T-3 5/16-24 UNJF-3B GO NO-GO SIZER Accepted YS 2 9/27/17 9/27/19 Quality Assurance Final Inspection Area

T-36 8-36 GO NO-GO SIZER Accepted Y 0 7/6/18 7/6/19 Quality Assurance Quality Area (Inspection Cabinets)

T361 .4375-20 2B GO NO-GO SIZER Out for Calibration NC 0 4/12/18 Quality Assurance Quality Area (Inspection Cabinets)

T-4 .312-18 UNC-3B GO NO-GO SIZER Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

T-5 10-24 UNC-3B G0 NO-GO SIZER Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

T-53 10-32 UNF-2B GO NO-GO SIZER Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

T58 OP70/80 6026T58P01/P03 OP70/80 PINS Cal Before Next Use NU 0 11/30/17 Quality Assurance CALIBRATION CLOSET

T58-FINAL 6026T58G03 FINAL PINS Cal Before Next Use NU 0 9/15/16 Quality Assurance CALIBRATION CLOSET

T-6 6-32 UNC-3B GO NO-GO SIZER Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

T64 1/4-28 UNS-2B GO NO-GO SIZER Cal Before Next Use NU 0 3/23/11 Quality Assurance Calibration Desk

T-640 6-40 UNC-3B GO NO-GO SIZER Out for Calibration NC 0 4/13/18 Quality Assurance Quality Area (Inspection Cabinets)

T-7 1/4-28 UNJF-3B GO NO-GO SIZER Accepted Y 0 10/4/18 10/4/19 Quality Assurance Quality Area (Inspection Cabinets)

T-79 5-16-18-3B GO NO-GO SIZER Accepted Y 0 3/20/19 3/20/20 Quality Assurance Quality Area (Inspection Cabinets)

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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T-8 PRE-PLATE 
MASTER PLUG

.500-20 UNJF-3A PRE-PLATE MASTER 
PLUG

Accepted YS 2 2/2/18 2/2/20 Quality Assurance Calibration Desk

T-80 .375-16-2B GO NO-GO SIZER Accepted Y 0 10/4/18 10/4/19 Quality Assurance Quality Area (Inspection Cabinets)

T-86 .375-16 UNC-3B GO NO-GO SIZER Accepted Y 0 10/4/18 10/4/19 Quality Assurance Quality Area (Inspection Cabinets)

T-89 5/16-24 UNJF-3B GO NO-GO SIZER Accepted Y 0 10/4/18 10/4/19 Quality Assurance Quality Area (Inspection Cabinets)

T-97 7/16-20 UNJF 3B GO NO-GO SIZER Cal Before Next Use NU 0 1/5/09 Quality Assurance Gerry's Office

T-98 10-32 UNF-3B GO NOGO SIZER Accepted Y 0 7/6/18 7/6/19 Quality Assurance Quality Area (Inspection Cabinets)

T-99 10-32 UNJF-3B GO NO-GO SIZER Accepted Y 0 10/4/18 10/4/19 Quality Assurance Quality Area (Inspection Cabinets)

TH-1 8-32 UNJC-3B GO NO-GO SIZER Rejected NC 0 9/3/15 Quality Assurance Quality Area (Inspection Cabinets)

TH-2 8-32 UNJC-3B GO NO-GO SIZER Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

U-6  .9848 Federal 
ring gage

Cal Before Next Use NU 0 2/8/10 Quality Assurance Sunnen Hone

U-7 4.9214 RING GAGE Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UM-1 MORI SEIKI 
MV-65/50

Accepted Y 0 6/13/18 5/29/19 Production - NC Mills NC Milling Department

UM-11 MORI SEIKI 
MV-45/40

Accepted Y 0 6/13/18 5/29/19 Production - NC Mills NC Milling Department

UM-186-906 Radius Gage Set Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UM-22 MATSUURA 
1500

Accepted Y 0 6/13/18 5/29/19 Production - NC Mills NC Milling Department

UM-23 MATSUURA 
1500

Accepted Y 0 6/13/18 5/29/19 Production - NC Mills NC Milling Department

UM-4 MATSUURA MATSUURA NC MILL Accepted NU 0 3/26/18 5/31/19 Production - NC Mills NC Milling Department

UT 211-3  OPTICAL 
FLA

1" OPTICAL FLAT Accepted YS 5 8/31/16 8/31/21 Quality Assurance Final Inspection Area

UT-001  0-200 PSI PRESSURE GAGE 2 1/8 Accepted YS 2 4/24/18 4/30/20 Laser Building 10R

UT-002  0-200 PSI PRESSURE GAGE 2 1/8 Accepted YS 2 4/24/18 4/30/20 Laser Building 10R

UT-1000 8.5625-16 UNS 3B GO SIZER Cal Before Next Use NU 0 2/28/18 Quality Assurance Gerry's Office

UT-1001 8.5625-16 UNS 3B NO-GO SIZER Cal Before Next Use NU 0 2/28/18 Quality Assurance Gerry's Office

UT-1002 X-TEST 
INDICATOR

.0005 DIAL INDICATOR Undefined NC 0 9/30/16 Quality Assurance Quality Area (Inspection Cabinets)

UT-1003 1" DROP INDICATOR Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1004 2.875-3.875 DIAL ID MIC Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1005 2.400-2.800 INTRAMICS Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1006 2.000-2.400'' intra mic Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1007 3.20-3.60 INTRA MIC Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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UT-1008 2.1289 RING GAGE Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1009 3.3465 RING GAGE Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1011 .00005 
X .008 DIAL 
INDICATOR

.00005 X .008 DIAL INDICATOR Accepted Y 0 12/31/18 12/31/19 Quality Assurance Calibration Desk

UT-1013 .0001 INDICATOR Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1014 .0001 INDICATOR Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1015 .001 x 1" DROP INDICATOR Accepted Y 0 12/11/18 12/31/19 Production - NC Lathes Building 10

UT-1016 0-6" CALIPERS  ORANGE FACE For Reference Only NC 0 3/31/17 Quality Assurance Building 10R

UT-1017 0-6" CALIPER  ORANGE FACE Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1018 0-4" DIGITAL CALIPER Accepted Y 0 3/31/19 3/31/20 Quality Assurance Building 10R

UT-1019 .001-1" DROP INDICATOR Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1020 .001-1" DROP INDICATOR Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1021 .001-2" DROP INDICATOR Accepted Y 0 3/31/19 3/31/20 Quality Assurance Building 10

UT-1022 PRESSURE GAGE 2 DIA Rejected NC 0 5/4/16 Laser Calibration Desk

UT-1023 PRESSURE GAGE 2.0 DIA Accepted YS 2 5/9/18 5/31/20 Laser Calibration Desk

UT-1024 PRESSURE GAGE 1 5/8 DIA Accepted YS 2 4/24/18 4/30/20 Laser Calibration Desk

UT-1024A 1-2" MULTI ANVIL MIC Accepted Y 0 4/30/19 4/30/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1025 TORQ WRENCH  0-300 Accepted YS 3 7/31/17 7/31/20 Quality Assurance CALIBRATION CLOSET

UT-1026 TORQ WRENCH 0-600 Accepted YS 3 7/31/17 7/31/20 Quality Assurance CALIBRATION CLOSET

UT-1027 TORQ WRENCH 5-50 Accepted YS 3 7/31/17 7/31/20 Quality Assurance CALIBRATION CLOSET

UT-1028 0-1" MULTI ANVIL MIC Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1029 0-1" MULTI ANVIL MIC Accepted Y 0 9/30/18 9/30/19 Quality Assurance Deans Tool Box

UT-103 Accepted YS 2 4/12/18 4/30/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1030 0-1" POINT MICS Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1031 0-24" Verniers Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes Building 10

UT-1032 .0005 x .05 INDICATOR Accepted NC 0 3/31/18 Quality Assurance Quality Area (Inspection Cabinets)

UT-1033 .0005 x .050 INDICATOR Rejected NC 0 3/31/18 Quality Assurance Quality Area (Inspection Cabinets)

UT-1034 0-4" Dial Caliper For Reference Only NC 0 7/31/17 Laser Laser Area

UT-1035 DIGITAL MIC Accepted Y 0 7/31/18 7/31/19 Quality Assurance Calibration Desk

UT-1036 .0005 DIAL INDICATOR Accepted Y 0 10/31/18 10/31/19 Laser Building 10R

UT-1037 4" DIGITAL VERNIERS Accepted Y 0 10/31/18 10/31/19 Laser Building 10R

UT-1038 0-1" DIGITAL MIC'S Accepted Y 0 10/31/18 10/31/19 Laser Building 10R

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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UT-1039 .0005 INDICATOR .03 TRAVEL Accepted Y 0 3/31/19 3/31/20 Quality Assurance Calibration Desk

UT-1040 PRESSURE GAGE 2 1/2 DIA Accepted YS 3 8/15/17 8/31/20 Laser Laser Area

UT-1041 PRESSURE GAGE 2 1/2 DIA Rejected NC 0 5/4/16 Laser Building 10R

UT-1042 PRESSURE GAGE 2.0 DIA Accepted YS 2 5/9/18 5/31/20 Laser Calibration Desk

UT-1043 PRESSURE GAGE 2 1/2 DIA Accepted YS 3 8/15/17 8/15/20 Laser Laser Area

UT-1045 .0005 DIAL INDICATOR .05 TRAVEL Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1046 .0005 DIAL INDICATOR Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1047 .0005 DIAL INDICATOR Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1048 4" DIGITAL CALIPERS Accepted Y 0 5/31/18 5/31/19 Quality Assurance CMM Room

UT105 5"-6" Thd Mics  .001 Cal Before Next Use NU 0 1/18/10 Quality Assurance CALIBRATION CLOSET

UT-1050 0-1" POINT MICS Accepted Y 0 5/31/18 5/31/19 Quality Assurance Building 10

UT-1051 .0005 DIAL INDICATOR Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1052 .0001 DIAL INDICATOR Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1053 .0001 DIAL INDICATOR Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1054 PRESSURE GAUGE 0-100 PSI Accepted YS 3 8/15/17 8/31/20 Production Manual Mills

UT-1055 0-6" DIAL CALIPERS Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1056 0-6" DIAL CALIPERS Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1057 0-6" DIAL CALIPERS For Reference Only NC 0 9/30/17 Quality Assurance Quality Area (Inspection Cabinets)

UT-1058 12" DIGITAL VERNIERS Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1059 .0005 DIAL INDICATOR Rejected NC 0 2/2/18 Quality Assurance Calibration Desk

UT-1060 DIAL INDICATOR Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1061 .001 X .100 INDICATOR GAGE Accepted Y 0 6/30/18 6/30/19 Quality Assurance Building 10R

UT-1062 0-1" GROOVE MICS Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1063 DIAL INDICATOR Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1064 PRESSURE GAGE 2 DIA Accepted YS 2 5/8/18 5/8/20 Laser Building 10R

UT-1065 PRESSURE GAGE 2 DIA Accepted YS 2 5/9/18 5/9/20 Laser Building 10R

UT-1066 0-6" CALIPERS Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1067 0-4" DIGITAL CALIPERS Accepted Y 0 10/31/18 10/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1068 0-6" VERNIER Accepted Y 0 11/30/18 11/30/19 Laser Building 10

UT-1069 .001 DIAL DROP INDICATOR Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-106A 2.5000 RING GAGE Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1070 3/4-16 UNF-3B GO/NO GO Accepted Y 0 7/6/18 7/6/19 Quality Assurance Quality Area (Inspection Cabinets)

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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UT-1071 .0001 DIAL INDICATOR Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1072 .0005 DIAL INDICATOR Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1073 DIAL INDICATOR Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1074 12" DIGITAL CALIPERS Accepted Y 0 8/31/18 8/31/19 Quality Assurance CMM Room

UT-1075 DIAL INDICATOR Undefined NC 0 12/30/17 Quality Assurance Quality Area (Inspection Cabinets)

UT-1076 MUELLER GAGE W/.0005 IND Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1077 DIAL INDICATOR Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1078 .0005 DIAL INDICATOR Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1079 .0001 DIAL INDICATOR Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-108 6"-7" Intri-Mics Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1080 .0001 DIAL INDICATOR Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1081 .0001 DIAL INDICATOR Accepted Y 0 4/4/19 4/4/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1082 .0001 DIAL INDICATOR Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1083 .0005 DIAL INDICATOR Accepted Y 0 4/30/19 4/30/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1084 .0005 DIAL INDICATOR Accepted Y 0 4/30/19 4/30/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-1085 .001 DIAL INDICATOR Accepted Y 0 6/30/18 6/30/19 Quality Assurance CMM Room

UT-1086 0-1" DIGITAL MICS Accepted Y 0 6/30/18 6/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1087 .010-.500 RADIUS GAGE SET Accepted Y 0 6/30/18 6/30/19 Production - NC Lathes Building 10

UT-1092 1-2" DIGITAL MICS Accepted Y 0 7/30/18 7/30/19 Quality Assurance CMM Room

UT-1093 0-6" DIAL CALIPERS Accepted Y 0 8/31/18 8/31/19 Quality Assurance CMM Room

UT-1094 0-1" POINT MICS Accepted Y 0 9/30/18 9/30/19 Quality Assurance CMM Room

UT-1095 .0005 DIAL INDICATOR Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1096 0-1" DIGITAL DROP INDICATOR Accepted Y 0 10/31/18 10/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1097 0-90 DEGREE CHMF GAGE Accepted Y 0 10/31/18 10/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-112 4-5" INTRAMICS Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-113 INTRI-MICS 2.8000 - 3.000 Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-113A 2.8000 Dia Ring Gage Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-114 5"-6" Intri-mics Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-115A 7-8" INTRI-MICS Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-115B RING GAGE 7.000 DIA Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-119-1 0-1"  MICS .0001 Accepted Y 0 3/29/19 3/29/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-119-10 9-10"  MICS .001 Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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UT-119-11 10-11"  MICS .0001 Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-119-12 11-12"  MICS .0001 Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-119-2 1-2" OD MICS Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-119-3 2-3" MICS .0001 Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-119-4 3-4 MICS .0001 Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-119-5 4-5"  MICS .0001 Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-119-6 5-6" MICS .0001 Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-119-7 6-7"  MICS .0001 Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-119-8 7-8"  MICS .0001 Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-119-9 8-9"  MICS .0001 Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-12 0-.25" DIAL INDICATOR Accepted Y 0 6/30/18 6/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-13 1.6- 2.0 INTRA MIC Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-130 3.600-4.000'' intra mic Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-145-R .500 - .625 INTRI-MICS Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-145S .5000 RING GAGE Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-145T 1.250 RING GAGE Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-146 1-2" OD MIC Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-146-5 4-5" OD MICS X .0001 Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-146-6 5-6" OD MICS Accepted Y 0 10/31/18 10/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-154 0-1 DEPTH MICS Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT155A  0-1 THD 
MICS

Cal Before Next Use NU 0 1/20/09 Quality Assurance Gerry's Office

UT-156 1-2" PITCH MIC'S Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-157 2" DROP INDICATOR Accepted Y 0 2/28/19 2/28/20 Quality Assurance Building 10

UT-158 0-1" 8-13 P.D. MICS Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-159 2" DROP INDICATOR Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-1600 Agilent Oscilloscope Accepted YS 3 2/7/17 2/7/20 Laser Building 10R

UT-161 6" PROTRACTOR Accepted Y 0 11/30/18 11/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-163 1-2'' INDICATING MIC Accepted YS 2 4/30/19 4/30/21 Quality Assurance Quality Area (Inspection Cabinets)

UT-163A 1-2" INDICATING MIC Accepted YS 2 4/30/19 4/30/21 Quality Assurance Quality Area (Inspection Cabinets)

UT-166  HARDNESS 
TESTER

HARDNESS TESTER Accepted MS 18 9/17/18 3/31/20 Quality Assurance Final Inspection Area

UT-171 BORE GAGE W/INDICATOR Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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UT-2 .0001" Dial Indicator Accepted YS 2 12/31/17 12/31/19 Manufacturing Manual Mills

UT-211-1  OPTICAL 
FLAT

6" OPTICAL FLAT Accepted YS 5 8/31/16 8/31/21 Quality Assurance Final Inspection Area

UT-211-2  OPTICAL 
FLAT

2" OPTICAL FLAT Accepted YS 5 8/31/16 8/31/21 Quality Assurance Final Inspection Area

UT-212 6" PRECISION SQUARE Accepted Y 0 5/31/18 5/31/19 Quality Assurance Building 10R

UT-212A 6" PRECISION SQUARE Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-22 0-1" DIGITAL MIC Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-221 0-1" Drop Indicator Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

UT-222 0-1" Drop Indicator Accepted YS 2 12/31/17 12/31/19 Manufacturing Manual Mills

UT-223 .0005 x .03 INDICATOR Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-23 12" DIGITAL VERNIERS Accepted Y 0 1/31/19 1/31/20 Production - NC Lathes Building 10

UT-247 5" SINE BAR Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-260  0"-1" 
WINDOW 
MICS .0001

Cal Before Next Use NU 0 10/3/09 Manufacturing Manual Mills

UT-263 0-1" DP THROAT MIC Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-264A  #4 THRU 
#80 PITCH WIRES

Cal Before Next Use NU 0 6/5/07 Quality Assurance Final Inspection Area

UT-268 .375-1.375 GROOVE GAGE Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-269  .375-6.0 ID 
GAGE

Cal Before Next Use NU 0 9/12/12 Quality Assurance Quality Area (Inspection Cabinets)

UT-274 12-18 OD MICS SET Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-275  18"-24" MIC 
SET

Cal Before Next Use NU 0 1/7/08 Quality Assurance Gerry's Office

UT-276  24"-30" MIC 
SET

Cal Before Next Use NU 0 1/8/08 Quality Assurance Gerry's Office

UT-280 .0005 DIAL INDICATOR Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-3 INDICATOR  .0001 X .008 RANGE Accepted Y 0 4/30/19 4/30/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-306 .000-.400" SNAP GAGE Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-309 2-3" INDICATOR MICS Accepted YS 2 9/30/17 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-312 3-4" INDICATOR MICS Accepted YS 2 9/30/17 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-318 .000-.400 SNAP GAGE Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-319 1-2" DISC MICS Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-323 BORE GAGE W/IND .0001 Cal Before Next Use NU 0 9/30/16 Quality Assurance Gerry's Office

UT-381A LONG BORE GAGE W/INDICATOR Cal Before Next Use NU 0 9/30/16 Quality Assurance Quality Area (Inspection Cabinets)

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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UT-398 MICRO-HITE 
MASTER

MICRO-HITE MASTER Accepted Y 0 2/28/19 2/28/20 Manufacturing NC Milling Department

UT-398A MICRO-HITE MASTER Accepted Y 0 2/28/19 2/28/20 Quality Assurance Final Inspection Area

UT-398B MICRO-HITE MASTER Accepted Y 0 2/28/19 2/28/20 Quality Assurance Final Inspection Area

UT-398C 1 INCH MICROHITE MASTER Accepted Y 0 8/31/18 8/31/19 Quality Assurance Building 10

UT-399 .0005 DIAL INDICATOR Rejected NC 0 1/31/17 Quality Assurance Calibration Desk

UT-4 2" DROP INDICATOR Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-407 2" DIAL INDICATOR Accepted Y 0 12/31/18 12/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-408 .0005 DIAL  INDICATOR Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-409 .0005 x .05 Dial Indicator Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-421 0-1" WINDOW MIC'S Accepted Y 0 1/31/19 1/31/20 Quality Assurance Laser Area

UT-423 2-3" DIGITAL WINDOW MICS .0001 Accepted YS 2 9/30/17 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-504 DIAL INDICATOR THROAT GAGE Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-505 .093-1" V MICS Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-521 14" SQUARE Accepted Y 0 12/31/18 12/31/19 Quality Assurance Final Inspection Area

UT-525  10" SINE 
PLATE

For Reference Only NC 0 12/28/09 Quality Assurance Quality Area (Inspection Cabinets)

UT-532A TORQUE WRENCH Accepted Y 0 5/14/18 5/14/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-533 0-1" INDICATING MIC Accepted YS 2 4/30/19 4/30/21 Quality Assurance Quality Area (Inspection Cabinets)

UT-538  4"-5" THD 
MICS

Cal Before Next Use NU 0 1/18/10 Quality Assurance CALIBRATION CLOSET

UT-540 1-2" BLADE MICS Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-541 Master Gage Block Set Accepted YS 2 2/14/19 2/14/21 Quality Assurance CMM Room

UT-552 .001-1"  Drop Indicator Accepted Y 0 10/31/18 10/31/19 Quality Assurance Final Inspection Area

UT-559A 0-26" VERNIER Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-559B 0-26" VERNIER Accepted Y 0 5/31/18 5/31/19 Quality Assurance CALIBRATION CLOSET

UT-571 26" VERNIER Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-5782G .001"  Drop Indicator Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-58 3/4-16 CL-3B THREAD GAGE Out for Calibration NC 0 4/12/18 Quality Assurance Quality Area (Inspection Cabinets)

UT-5U 40" CALIPERS Accepted Y 0 4/30/19 4/30/20 Quality Assurance Building 10

UT-6 .0001" Indicator Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-600 0-18" HGT GAGE Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-601 0-24" HGT GAGE Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-602 DIAL BORE For Reference Only NC 0 7/22/09 Quality Assurance Gerry's Office

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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UT-603 5-6" O.D. MICS Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-604 1-2" PIN POINT MICS Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-605A SP .0001-0.05 INDICATOR Accepted YS 2 12/31/17 12/31/19 Quality Assurance PERSONAL TOOL BOX

UT-606 1" DROP INDICATOR Accepted Y 0 2/28/19 2/28/20 Quality Assurance Building 10

UT-612 .500-.625 INTRI MICS Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-615 .0001-0.05 Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-616 .425 - .500 INTRI-MIC Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-670A Dial Indicator with 3" Probe Rejected NC 0 2/28/19 Quality Assurance Building 10

UT-682 0-1" GROOVES MIC Rejected NC 0 2/22/13 Quality Assurance Quality Area (Inspection Cabinets)

UT-707 SURFACE PLATE 72x36' Accepted YS 2 10/4/17 10/4/19 Quality Assurance Final Inspection Area

UT-708 SURFACE PLATE 72x48" Accepted YS 2 9/24/18 9/24/20 Quality Assurance Building 10

UT-709 SURFACE PLATE 36x24" Accepted YS 2 10/4/17 10/4/19 Manufacturing Manual Mills

UT-741 .700-.800 INTRI-MICS Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-755 .0001 DIAL INDICATOR Rejected NC 0 8/31/15 Quality Assurance Calibration Desk

UT-757 .030 X .0005 DIAL IND Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-802 0-90 DEG CHAMF GAGE Rejected NC 0 2/28/18 Quality Assurance Quality Area (Inspection Cabinets)

UT-803 .00005''  test indicator Accepted Y 0 9/5/18 9/5/19 Quality Assurance Calibration Desk

UT-806 0-1" THREAD MICS Accepted Y 0 5/31/18 5/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-809  .018-.185 
PEE DEE WIRES

For Reference Only NC 0 1/18/10 Quality Assurance Quality Area (Inspection Cabinets)

UT-810 0-1 POINT MICS Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-811 0-1 POINT MIC Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-812  GAUSS 
METER (REF)

Cal Before Next Use NU 0 9/7/07 Quality Assurance Quality Area (Inspection Cabinets)

UT-813 1.000 - 1.500 INTRI-MICS Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-814 0-12" DIAL VERNIER Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-815 2-3'' Blade Mics Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-816 0-12" DIAL VERNIER Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-817 VACUUM GAGE Accepted Y 0 1/31/19 1/31/20 Manufacturing Manual Mills

UT-822 1-2" PITCH MICS Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-825  0-1" 
DIGITAL  .0001

Rejected NC 0 10/3/09 Quality Assurance Final Inspection Area

UT-827 DIAL BORE GAGE 5.000-8.125 Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-828 .0005 x .50 RANGE INDICATOR Accepted Y 0 8/31/18 8/31/19 Quality Assurance CMM Room

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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UT-831 .0005 X .02 
RANGE INDICATOR

Rejected NC 0 3/6/13 Quality Assurance Quality Area (Inspection Cabinets)

UT-834  
INDICATOR .030  
X .0005

Rejected NC 0 8/17/09 Quality Assurance Quality Area (Inspection Cabinets)

UT-837  .001 x 1" 
RANGE DROP 
INDICATOR

Rejected NC 0 10/31/14 Manufacturing NC Lathe Department

UT-839 .001 X 1" RANGE  INDICATOR Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-841 0-1" BLADE MICS Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-843 .125''/.0005'' dial indicator Accepted Y 0 3/31/19 3/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-850 12" DIAL CALIPER Accepted Y 0 11/30/18 11/30/19 Production - NC Lathes Building 10

UT-852 .2-1.2 PIN Mics Accepted Y 0 1/31/19 1/31/20 Quality Assurance Final Inspection Area

UT-855 .001 0-1" DROP INDICATOR Accepted Y 0 10/31/18 10/31/19 Production - NC Lathes Building 10

UT-856 .030 X .0005 INDICATOR Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

UT-859 .0005 DIAL INDICATOR Accepted Y 0 2/28/19 2/28/20 Quality Assurance Final Inspection Area

UT-860 .125''/.0005'' dial indicator Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-862 .2-1.2 PIN MICS Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-862A 90 Degree C'sink Gage Accepted Y 0 9/30/18 9/30/19 Quality Assurance Final Inspection Area

UT-864 .0005  INDICATOR Undefined NC 0 5/31/17 Production - NC Lathes Building 10

UT-866 3-4" BLADE MICS X .0001 Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-868 0-6" CALIPER For Reference Only NC 0 9/15/11 Laser Building 10R

UT-870 .0005 (X-TEST) INDICATOR Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-871 DIAL INDICATOR Accepted Y 0 7/31/18 7/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-872 .0005  X-TEST INDICATOR Rejected NC 0 3/31/18 Quality Assurance Calibration Desk

UT-873 DIAL INDICATOR Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-874 DIAL INDICATOR Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-875 DIAL INDICATOR Lost NC 0 3/31/18 Quality Assurance Quality Area (Inspection Cabinets)

UT-876 0-1 DISK GROOVE MIC Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-877 0-1" DISC GROOVE MIC LONG Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-878 0-12" Vernier Accepted Y 0 1/31/19 1/31/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-879 .0005" Indicator Accepted YS 2 12/31/17 12/31/19 Manufacturing PERSONAL TOOL BOX

UT-880 .0005" Indicator Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-889 0-1" 3/4" DISC MICS Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-890 DIAL INDICATOR Accepted Y 0 8/31/18 8/31/19 Quality Assurance Quality Area (Inspection Cabinets)

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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UT-9 .0005  DIAL INDICATOR Accepted Y 0 8/31/18 8/31/19 Quality Assurance Final Inspection Area

UT-900 CHAMFER GAGE 90-127 DEG Accepted Y 0 2/28/19 2/28/20 Quality Assurance Final Inspection Area

UT-927 0-1" MULTI-ANVIL MICS Accepted Y 0 2/28/19 2/28/20 Quality Assurance Quality Area (Inspection Cabinets)

UT-929 TORQUE WRENCH Accepted Y 0 5/14/18 5/14/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-930 3-4" MIC .0001 Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-931 40" CALIPERS Accepted Y 0 3/31/19 3/31/20 Quality Assurance NC Lathe Department

UT-932 DIAL INDICATOR Accepted YS 2 12/31/17 12/31/19 Quality Assurance PERSONAL TOOL BOX

UT-998 5"-12 UNJ-3B GO GAGE Cal Before Next Use NU 0 12/31/14 Quality Assurance CALIBRATION CLOSET

UT-999 5"-12 UNJ-3B NO-GO GAGE Cal Before Next Use NU 0 12/31/14 Quality Assurance CALIBRATION CLOSET

UT-A4570 0-1 DIGITAL MIC Accepted Y 0 12/31/18 12/31/19 Quality Assurance Quality Area (Inspection Cabinets)

UT-B1 5-6" BLADE MIC Accepted Y 0 9/30/18 9/30/19 Quality Assurance Quality Area (Inspection Cabinets)

WJF-2 Accepted Y 0 8/1/18 8/1/19 Quality Assurance PERSONAL TOOL BOX

WJF-3 0-6" DIGITAL VERNIERS Accepted Y 0 8/1/18 8/1/19 Quality Assurance PERSONAL TOOL BOX

Equip ID Description Status Freq Units Last Cal Next Cal Department Location
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